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Abstract
Purpose
Concurrent EEG and fMRI is increasingly used to characterize the spatial-temporal dynam-
ics of brain activity. However, most studies to date have been limited to conventional echo-
planar imaging (EPI). There is considerable interest in integrating recently developed high-
speed fMRI methods with high-density EEG to increase temporal resolution and sensitivity
for task-based and resting state fMRI, and for detecting interictal spikes in epilepsy. In the
present study using concurrent high-density EEG and recently developed high-speed fMRI
methods, we investigate safety of radiofrequency (RF) related heating, the effect of EEG on
cortical signal-to-noise ratio (SNR) in fMRI, and assess EEG data quality.
Materials and methods
The study compared EPI, multi-echo EPI, multi-band EPI and multi-slab echo-volumar
imaging pulse sequences, using clinical 3 Tesla MR scanners from two different vendors
that were equipped with 64- and 256-channel MR-compatible EEG systems, respectively,
and receive only array head coils. Data were collected in 11 healthy controls (3 males, age
range 18–70 years) and 13 patients with epilepsy (8 males, age range 21–67 years). Three
of the healthy controls were scanned with the 256-channel EEG system, the other subjects
were scanned with the 64-channel EEG system. Scalp surface temperature, SNR in occipi-
tal cortex and head movement were measured with and without the EEG cap. The degree of
artifacts and the ability to identify background activity was assessed by visual analysis by a
trained expert in the 64 channel EEG data (7 healthy controls, 13 patients).
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Results
RF induced heating at the surface of the EEG electrodes during a 30-minute scan period
with stable temperature prior to scanning did not exceed 1.0˚ C with either EEG system and
any of the pulse sequences used in this study. There was no significant decrease in cortical
SNR due to the presence of the EEG cap (p > 0.05). No significant differences in the visually
analyzed EEG data quality were found between EEG recorded during high-speed fMRI and
during conventional EPI (p = 0.78). Residual ballistocardiographic artifacts resulted in 58%
of EEG data being rated as poor quality.
Conclusion
This study demonstrates that high-density EEG can be safely implemented in conjunction
with high-speed fMRI and that high-speed fMRI does not adversely affect EEG data quality.
However, the deterioration of the EEG quality due to residual ballistocardiographic artifacts
remains a significant constraint for routine clinical applications of concurrent EEG-fMRI.
Introduction
Simultaneous electroencephalography (EEG) and functional magnetic resonance imaging (fMRI)
have in recent years emerged as a new tool in brain research. EEG-fMRI combines the high tem-
poral resolution of EEG in milliseconds range with the high spatial resolution of fMRI in the mm3
range. This might enable improved localization of the sources of the electrical events based on the
associated blood oxygenation level dependent (BOLD) response. Concurrent acquisition of fMRI
and EEG has also emerged as a new tool for localizing the epileptogenic zone. In medically intrac-
table epilepsy patients, removal of the epileptogenic tissue is a well-documented treatment in
cases where the epileptogenic focus can be localized [1] [2] [3], and here, EEG-fMRI offers the
potential for improved spatial localization of the epileptogenic zone. However, whether fMRI is
capable of mapping the onset of the epileptic discharge and its spread, and how BOLD signal
changes are related to the epileptic activity is an area of active research [4] [5]. The use of concur-
rent EEG-fMRI may have even wider application in neurobiological research, e.g., during fMRI
recording of functional activation and evoked potentials as well as for MR sleep recording.
The acquisition of high quality EEG data inside the MRI scanner environment is challeng-
ing and much effort has been spent on deconvolving gradient, motion and ballistocardio-
graphic (BCG) pulse artifacts [6] [7]. EEG recordings inside the MR scanner are prone to
strong artifacts including gradient artifacts due to the currents induced by gradient switching,
to head movements, and to ballistocardiographic (BCG) pulse artifacts. The BCG pulse arti-
facts are thought to be primarily caused by small movements of the body and the electrodes
due to cardiac pulsation in arteries and to a smaller extent due to the Hall effect. Furthermore,
the supine position inside the MR scanner may be associated with artifacts in the signals of the
posterior electrodes during head movement. The sensitivity of measuring background activity,
such as the alpha rhythm (8–13 Hz), in the EEG data has been used in studies for assessing the
performance of artifact reduction algorithms [6].
The impact on fMRI data quality with concurrent use of EEG equipment has been investi-
gated in a number of studies, which reported increased inhomogeneity of the static magnetic
field in the vicinity of the electrodes causing decreases in cortical signal-to-noise ratio (SNR),
but no significant effect on the sensitivity of detecting task-based fMRI signal changes and rest-
ing state networks [8] [9] [10] [11].
EEG-fMRI safety and quality
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Recent advances in increasing the temporal resolution of fMRI using high-speed acquisi-
tion methods that enable un-aliased sampling of physiological signal fluctuation (conventional
fMRI methods suffer from cardiac-related aliased signal fluctuations that interfere with activa-
tion-related signal changes) have considerably increased sensitivity for mapping task-based
activation and functional connectivity, as well as for detecting dynamic changes in connectiv-
ity over time [12] [13] [14]. A concurrent EEG-fMRI study in patients with epilepsy demon-
strated that ultra-fast fMRI using magnetic resonance encephalography (MREG) increased
sensitivity for localizing interictal spikes when compared with conventional EPI [15]. How-
ever, MREG has limited spatial resolution and requires long image reconstruction times. RF
power requirements are comparable to EPI. Simultaneous multi-slice (multi-band) EPI
(MB-EPI) is now widely used for resting state fMRI and represents a promising methodology
for concurrent EEG-fMRI, but increased RF power requirements of multi-band RF pulses are
a safety concern. Multi-slab echo volumar imaging (MS-EVI), a 3D encoded high-speed fMRI
technique that has also been shown to increase fMRI sensitivity for mapping task-based and
resting state connectivity in healthy controls and patients with brain lesions [13] [16], has less
stringent radiofrequency (RF) power requirements than MB-EPI.
A key concern is RF related heating of the EEG leads and electrodes, which depends on
many MR acquisition related factors. RF heating has been shown to be mainly related to the
specific absorption rate (SAR) of RF energy [8] [17]. Low SAR is considered a core safety
requirement for EEG-fMRI. A confounding issue is that the RF pulse shapes for slice selection
and lipid suppression that are used in different pulse sequences are vendor specific. Further,
the EEG wire layout inside the head RF coil depends on the coil geometry and the head size
relative to the coil inner diameter, leading to increases in average RF power levels and SAR.
The safety of concurrent EEG-fMRI has been characterized at field strengths up to 7 Tesla [8]
[17]. However, most of these studies have focused on conventional echo-planar imaging (EPI)
with temporal resolution of 2–3 seconds. As stated above, MB-EPI increases SAR, whereas
MREG and MEVI have low SAR. A second concern is fast gradient switching rates with high-
speed fMRI increase the potential for gradient artifacts. There is thus an urgent need to assess
the safety and data quality of concurrent EEG-fMRI using recently developed high-speed
fMRI acquisition methods.
Our present study investigated RF heating in concurrent EEG and high-speed fMRI by
comparing three different fMRI pulse sequences (EPI, MB-EPI and MS-EVI) in healthy con-
trols and patients with epilepsy using two different 3 Tesla MRI scanners from 2 different
vendors equipped with a 64- and 256-channel MR-compatible EEG system, respectively. RF
heating was examined by direct multi-point temperature measurements. The effect of the
EEG cap on the signal-to-noise ratio was evaluated in occipital cortex. EEG data quality was
assessed using the 64-channel EEG system. Here we investigated to which extent residual gra-
dient artifacts due to the choice of the fMRI pulse sequence (EPI and MEPI compared to
MB-EPI and MS-EVI), BCG artifacts and patient movement impact the data quality of EEG
and ongoing activity recorded inside an MR scanner.
Materials and methods
Subjects
The project was approved by the Ethics Committee of the Capital Region of Copenhagen Den-
mark (H-KA-20060151 and H-2-2013-038). All subjects (controls and patients) gave written
informed consent before participation. The controls were recruited from an online database
and by word of mouth. Recordings consisted of MR scans, EEG recordings and temperature
measurements between the skin and the EEG electrodes.
EEG-fMRI safety and quality
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Controls
A total of 11 healthy controls were studied: 8 subjects were scanned using the Philips Achieva
(3 males, age between 18 and 70 years), and 3 subjects using the Siemens Prisma scanner (3
females, age between 20 and 26 years). In the subjects studied on the Phillips scanner the EEG
quality was assessed in all except 1 and systematic temperature measurements in 3. In all sub-
jects studied on the Siemens scanner the temperature was systematically investigated.
Patients
A total of 13 patients were scanned (8 males, age between 21 and 67) using the Philips Achieva
scanner and EEG quality was assessed. Judged by EEG, MR and semiology 7 had temporal
lobe epilepsy, 1 had probable temporal lobe epilepsy, 2 had frontal lobe epilepsy, 1 had epilepsy
arising from the occipital lobes, 1 had idiopathic generalized epilepsy, and 1 had epilepsy
arising from the central region. All patients were on anti-epileptic medication based on best
clinical practice. The patient inclusion criteria were: adults (> 18 years), with epilepsy and a
history of frequent interictal spikes or sharp waves (aiming for > 5 per 1/2 hour) with high
amplitude (aiming for> 70μV), who could cooperate with the examination.
Equipment
MR scanners. Data were collected using two different clinical 3 Tesla MRI scanners from
two different vendors: A Philips Achieva scanner (Philips, Best, The Netherlands) equipped
with a 32 channel RF head array coil and a Siemens Prisma Fit (Siemens, Erlangen, Germany)
scanner equipped with a 64 channel RF head array coil. The scanners were located respectively
at Glostrup and Blegdamsvej campus of Rigshospitalet, Copenhagen, Denmark; The Philips
Achieva scanner was equipped with a 32- and a 64-channel MR Cap (BrainCapMR, Brain
Products GmbH, Munich, Germany), which consisted of 63 EEG electrodes, 1 external ECG
electrode, 1 ground (AFz), and, 1 reference electrode (FCz). The Siemens Prisma scanner was
equipped with a Geodesic EEG System (Electrical Geodesics, Inc., Eugene, OR) with 256 EEG
channels, 2 external ECG electrodes and 1 reference electrode (Cz).
Phantom measurements were performed using a spherical daily quality assurance phantom
provided by the manufacturers.
EEG equipment. BrainCapMR: This device was used on the Phillips Achieva scanner.
The system had 64 ring-type sintered nonmagnetic Ag/AgCl electrodes. The EEG cap was
selected according to the head size (56, 58 or 60 cm).
Geodesic EEG System MR: This device was used on the Siemens Prisma Fit scanner. The
system had 256 channels consisting of sponge based electrodes. The EEG cap was selected
according to the head circumference (54–56, 56–58 or, 58–61 cm).
Temperature measurement equipment. Temperature measurements in the Philips
Achieva and the Siemens Prisma scanner were performed using a four channel Luxtron 3100
fiber optic thermometer (LumaSense Technologies Inc.). In the Phillips scanner, an extra
2-channel Veris MR-compatible monitoring system (MedRad Inc.) was used to monitor addi-
tionally the scanner bore and room temperature (and in the last subject also the ear tempera-
ture due to failure of one of the Luxtron channels).
Data acquisition
MR scanning protocols. The acquisition parameters for the different acquisition methods
are listed in Table 1.
EEG-fMRI safety and quality
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Conventional whole brain EPI data with a repetition time (TR) of 2 or 3 s were acquired on
both scanners. On the Philips Achieva scanner, additional data were acquired using partial
brain EPI at shorter TR (402 ms), and using whole brain and partial brain multi-echo EPI
(MEPI) with 3.2-fold SENSE acceleration, a minimum TE of 9.6 ms, an echo time spacing of
17 ms and TRs of 3034 and 376 ms, respectively. Multi-band (simultaneous multi-slice) EPI
data were acquired with 4-fold acceleration (MB4-EPI) using a pulse sequence developed by
GyroTools LLC (Zu¨rich, Switzerland). Data reconstruction was performed offline. The initial
version of the MB-EPI pulse sequence suffered significant temporal instability and artefactual
inter-slice correlations as a result of RF pulse instability that was resolved with an update of the
pulse sequence software in the middle of the study. This instability prevented removal of gradi-
ent artifacts in the initial data. Sequential multi-slab echo-volumar imaging (MS-EVI) data
were acquired using a custom designed implementation by GyroTools LLC (Zu¨rich, Switzer-
land) based on the method described in Posse et al., 2012 [13]. Sinc-modulated RF pulses
with high time-bandwidth product were used for slab selection. The MS-EVI pulse sequence
employed 3.2x2 fold 2D-SENSE acceleration along ky and kz. Image reconstruction was per-
formed online. On the Siemens Prisma scanner, additional data were acquired using a multi-
band EPI sequence with 8-fold acceleration (MB8-EPI) and online reconstruction developed
by the Center for Magnetic Resonance Research, University of Minnesota [18]. Small timing
errors in the initial versions of the EPI and MB-EPI pulse sequences that changed the TR were
resolved with an update of the pulse sequence software during the second half of the study.
This instability prevented removal of gradient artifacts in the initial data.
In the epilepsy patients and the first 5 healthy controls the scanning time for the different
pulse sequences varied. In the last 6 subjects (3 in the Philips Achieva scanner and 3 in the Sie-
mens Prisma scanner), all available pulse sequences were applied for 30 minutes (Fig 1). The
maximum scan durations and minimum TRs of MB-EPI and MS-EVI were software limited
by the operating systems of the scanners to account for gradient coil heating limits and data
rate constraints, which were scanner specific.
Table 1. fMRI acquisition parameters.
Scanner (array coil) Philips Achieva (32 cha) Siemens Prisma (64 cha)
fMRI Method EPI EPI MEPI MEPI MB4-EPI MS-EVI EPI MB8-EPI
TR [ms] 3034 (*) 402 3034 376 450 (**) 487(***) 1980 280
TE [ms] 35 35 9.6 9.6 35 35 35 35
Number of Tes 1 1 4 3 1 1 1 1
Slices 37 6 37 6 24 24 30 32
Number of volumes 200 3000 200 3200 1400 895 150 1100
Scan time [min:sec] 10:16 20:00 10:16 20:03 10:36 04:34 10:14 19:11
Voxel size [mm] 3.1 3.1 3.1 3.1 2.88 4 4 4
Slice thickness [mm] 3.1 3.1 3.1 3.1 3.3 4 4 4
Slice gap [mm] 0.31 0.31 0.31 0.31 0.7 0 1 1
Matrix size 76x73 76x73 76x73 76x73 80x79 64x61 64x64 64x64
Flip angle [degrees] 90 30 90 30 15 30 90 30
* In some cases a TR of 2000 ms was used
** In one case a TR of 381 ms was use
*** In some cases a TR of 300 ms was used.
Cha = Channel, TR = Repetition time, TE = Echo time (minimum TE in case of MEPI), EPI = Echo planar imaging, MEPI = Multi echo planar imaging,
MB4-EPI = Multiband-4 echo planar imaging, MS-EVI = Multi-slab echo volumar imaging, MB8EPI = Multiband-8 echo planar imaging.
https://doi.org/10.1371/journal.pone.0178409.t001
EEG-fMRI safety and quality
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In the epilepsy patients and the first 5 healthy controls resting-state scans were acquired
using a scan duration of 5, 10 or 20 minutes, depending on the fMRI data acquisition method
and scanner type. In the last 6 subjects, all sequences were applied for 30 minutes (Fig 1). Sub-
jects were instructed to keep their eyes open, clear their mind and relax without moving the
gaze.
EEG. In phantom scans the EEG cap was placed on top of the phantom with electrodes
touching the surface of the phantom.
BrainCapMR (Phillips Achieva): The skin was prepared using disinfectant and Nuprep gel.
The cap was placed according to the international 10–20 system. Two additional channels
recorded eye movements (EOG, placed on the forehead) and electrocardiogram (ECG, placed
at the subject’s back at the level of the heart just left of the spine). The reference channel was
placed at the vertex. Conductive gel was filled in each of the electrodes after positioning the
cap, and added when necessary to keep impedance below 20 kO. The EEG cap was kept in
place by a net. The cables from the cap were run through a small hole in the back of the head
coil and stretched and fixed using sandbags to avoid loops. Additional ECG was recorded with
Fig 1. Flowchart of the scan protocol during the systematically temperature measurements.
https://doi.org/10.1371/journal.pone.0178409.g001
EEG-fMRI safety and quality
PLOS ONE | https://doi.org/10.1371/journal.pone.0178409 May 26, 2017 6 / 19
4 leads, 3 electrodes placed along the left side of the sternum and 1 electrode placed in the axil-
lary line. Data were acquired with 5 kHz sampling rate synchronized to the scanner clock
frequency.
Geodesic EEG System MR (Siemens Prisma Fit scanner): The skin was disinfected using a
non-alcoholic disinfectant. The reference electrode was placed at the vertex. The 256-channel
cap was prepared with an electrolyte/shampoo solution. The cap was then applied and adjusted
to ensure that selected electrodes were placed at predetermined reference points. The EEG cap
was kept in place by a net, and on top of this a swim cap was placed to prevent evaporation of
the preparation solution. The impedance was measured, and kept below 50 kO. Two ECG elec-
trodes were placed on the left side of the sternum, one at the 3th-4th intercostal space and one
at the 6th-7th intercostal space. The cables from the cap were run along the side of the head
downwards towards the feet inside the head coil. Data were acquired with 1 kHz sampling rate
and synchronized to the scanner clock frequency.
Temperature measurements. In phantom scans temperature sensors were distributed
across the surface of the phantom and placed underneath EEG-electrodes. In vivo temperature
measurements were performed in all subjects, but not all sequences were systematically used
in the first 5 controls and in the patients. In the last 6 controls, 3 in the Achieva scanner and 3
in the Prisma scanner, temperature was measured systematically using all available pulse
sequences with and without the EEG cap (Fig 1). Sensors were placed underneath EEG-elec-
trodes (see electrode display in supporting information, S1 Fig) on the forehead (with free heat
exchange with the surroundings), the left or the right ear, the neck (with limited heat exchange
with the surroundings), and on the scanner bore. In two subjects room temperature, but not
bore temperature were measured. In measurements performed without the EEG cap the tem-
perature probes were fixed to the subject’s scalp at the same points as with the EEG cap, using
sensitive skin tape.
Data analysis
Analysis of signal-to-noise. The signal-to-noise ratio in fMRI scans was computed by
measuring the average signal intensity in a circular ROI in occipital cortex, subtracting the
average of the signal intensity in 4 circular reference regions outside of the brain in the 4 cor-
ners of the image, and scaling the result with the average of the standard deviation of the noise
in these 4 reference regions. Differences in SNR between scans with and without the EEG cap
on were assessed using a two-tailed heteroscedastic t-test.
Analysis of head movement. Head movement in the fMRI data was analyzed using the
MCFLIRT toolbox in the FSL software package (http://fsl.fmrib.ox.ac.uk/fsl/fslwiki/)) and
reported as relative (dynamic-to-dynamic) and absolute (relative to the middle dynamical
image) motion parameters.
EEG preprocessing. Due to the timing errors in the EPI and MB-EPI pulse sequences on
the Prisma scanner and in the EGI acquisition software, which resulted in failure of gradient
artefact removal, it was not possible to assess the data quality of the high-density 256 channel
EEG array implemented in the Siemens Prisma scanner.
The EEG data acquired with the 64-channel BrainCapMR equipment on the Philips
Achieva scanner were preprocessed using BrainAnalyzer 2.0 (Brain Products GmbH, Gilching,
Germany). These steps included gradient artifact removal using the sliding window approach
with 21 averages [19], down-sampling from 5kHz to 500 Hz and correction of BCG using the
sliding window approach. Data with evident noise after visual inspection were additionally
run through an ICA where noise components were removed before a back-projection was
applied (BrainAnalyzer 2.0).
EEG-fMRI safety and quality
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Evaluation of EEG recordings and scoring of data quality. A board certified clinical
neurophysiologist with more than 10 years of experience (SB) visually evaluated the EEG
recordings after artifact removal. The neurophysiologist was blinded to which MR sequence
was used when the individual EEG’s were recorded. Signals were inspected both in sensor-
space and in source-space using BESA Research software [20]. The source montages repro-
duces the signals in 19 brain regions in each hemisphere [21].
Data quality was scored, using the following criteria:
• good = no or minimal amount of artifact, that does not interfere at all with the visual evalua-
tion / interpretation of> 80% of the recording (score 1).
• acceptable = significant amount of artifacts, yet good enough to distinguish artifacts from
background activity and epileptiform discharges (if any) in 40–80% of the recording (score
2).
• poor = the recording is unreadable / less than 40% of the recording is relatively free of arti-
facts (score 3).
Statistical analysis. Data were described with mean and standard deviation for continu-
ous data and sample size and percentage for categorical data.
A logistic mixed model was used to assess the influence of the fMRI type (high-speed vs.
conventional), relative and absolute motion on the ratings (poor vs. acceptable and good). The
model was adjusted for the disease status of the subject (healthy vs. epilepsy disease). A ran-
dom intercept was used to account for a potential correlation in the ratings between scans cor-
responding to the same individual.
Results are reported using odds ratios and their 95% confidence interval. An odds ratio
is a measure of association between an exposure (e.g. motion) and the rating. It is the ratio
between the odds of occurrence of the outcome given one unit increase for the exposure (e.g.
motion increased by one mm) compared to the odds of a reference level [22]. The typical scale
for absolute motion is mm whereas for relative motion it is 0.1 mm. Therefore, the odds ratios
for these variables are reported in units one mm increase and 0.1 mm increase, respectively.
Analyses were performed with R software, version 3.2.3 [23].
Results
Temperature measurements
Phantom scans. Temperature increases during standard EPI scans of up to 20 min dura-
tion did not exceed 0.1˚C/min in the Philips Achieva. Temperature increases during MB-EPI
and MS-EVI scans measured in the Philips Achieva and Siemens Prisma scanners were in the
same range with a maximum of 0.1˚C/min. The dependence of temperature increases on SAR
of the MB-EPI scanning protocol was further investigated on the Philips Achieva scanner by
increasing the flip angle to 256˚ (8.5 times larger than the flip angle used in vivo) with a SAR
value of 51% (Table 2). A 33-minute scan time resulted in a temperature increase of 0.06˚C/
min.
In-vivo scans. The increases in temperature while the subjects were scanned with and
without the EEG cap (Table 3) were comparable. The maximal temperature increase, across
channels, observed in scans where the temperature was stable prior to the beginning of the
scanning, was 0.50˚C in a 30-minute scan period for the Siemens Prisma scanner, and 1.0˚C
in a 30-minute scan period for the Phillips Achieva scanner, for all protocols. These highest
increases were measured during MB-EPI on both the Philips Achieva and Siemens Prisma
EEG-fMRI safety and quality
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scanners. Representative temperature curves where artifacts are minor are shown in Figs 2–6.
Data from which the curves were constructed can be found in supporting information S1-S5
data.
The average head SAR values for a standard 70 kg person in the Phillips Achieva scanner
without cap for EPI, MB-EPI and MS-EVI were 25%, 17% and 14%, respectively (Table 4). The
mean values for these sequences in vivo with the 64 channel EEG cap on were similar: EPI
24% (± 1), MB-EPI 18% (± 2) and MS-EVI 13% (± 3). These SAR values corresponds to TR’s
of 3034 ms in the EPI, 450 ms in the MB-EPI and 487 ms in the MS-EVI (Table 1). In the Sie-
mens Prisma scanner the mean SAR values showed a considerable increase with the 256 chan-
nel EEG cap on: EPI with cap 19% (± 3), MB-EPI with cap 16% (± 3), EPI without cap 8% (±
0), MB-EPI without cap 7% (± 1) (Table 4). The corresponding TR in the EPI were 1980 ms
and in the MB-EPI 280 ms (Table 1).
The dependence of temperature increase on SAR during MB-EPI scans was further investi-
gated on the Philips Achieva scanner in a healthy control using a 120˚ flip angle (4 times larger
Table 2. Temperature measurements and SAR values during MB-EPI sequences in concurrent EEG and MRI in the Phillips Achieva scanner dem-
onstrating the impact of increased flip angle.
Subject Sequence Flip angle (degree) Scan Duration [min] SAR [%]
(Mean/
SD)
SAR [%] (Max) ΔT [˚C]
(Mean/SD)
ΔT [˚C] (Max)
Phantom (n = 1) MB-EPI 256 33.00 51 0 51 0.8 0.3 1.1
Phantoms (n = 2) MB-EPI 120 20.0/30.0 35 6 39 0.5 0 0.5
Control (n = 1) MB-EPI 120 4.27 31 0 31 0.8 0.5 1.1
Control + patients (n = 4) MB-EPI 15 10.0/20.0 18 2 21 0.2 0.3 0.8
Measurements with increased flip angle are in italics. Temperature measurements from all probes were combined.
ΔT: Absolute temperature change.
https://doi.org/10.1371/journal.pone.0178409.t002
Table 3. Summary of temperature measurements.
Scanner (head RF array coil) Siemens Prisma (64 ch) (N = 3) Phillips Achieva (32 ch) (N = 3)
Temperature Change [˚C] Frontal Occipital Temporal Frontal Occipital Temporal
Mean outside 1.3 1.5 1.3 1.2 0.0 2.2
Mean inside w/o scanning 0.1 0.6 0.9 0.1 1.5 0.4
Mean EPI with cap 0.2 0.4 0.6 0.2 0.1 0.8
Mean MB-EPI with cap 0.1 0.6 0.5 0.5 0.4 0.9
Mean MS-EVI with cap 0.1 0.2 1.2
Mean EPI w/o cap 0.2 1.9 1.4 -0.1 0.3
Mean MB-EPI w/o cap 0.5 1.7 0.7 -0.1 1.2 0.2
Mean MS-EVI w/o cap 0.2 0.2
Temperature Gradient [˚C/min]
Mean outside 0.041 0.048 0.041 0.038 0.000 0.073
Mean inside w/o scanning 0.010 0.057 0.087 0.005 0.150 0.035
Mean EPI with cap 0.007 0.013 0.019 0.005 0.002 0.025
Mean MB-EPI with cap 0.003 0.018 0.016 0.016 0.013 0.028
Mean MS-EVI with cap 0.002 0.006 0.036
Mean EPI w/o cap 0.008 0.058 0.042 -0.002 0.009
Mean MB-EPI w/o cap 0.017 0.058 0.022 -0.003 0.036 0.006
Mean MS-EVI w/o cap 0.007 0.006
https://doi.org/10.1371/journal.pone.0178409.t003
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than in the standard protocol) and a 4:27 min scan duration, which resulted in a maximum
temperature increase of 0.26˚C/min at an SAR of 31% (Table 2). This SAR is still considerably
smaller than that of the TSE sequence reported in [24].
Additionally, temperature measurements outside of the scanner and while positioning the
subjects inside the scanner prior to scanning (Table 3) show that temperature could increase
irrespectively of scanning taking place. With a few exceptions, this increase inside the scanner
prior to scanning was more pronounced than the temperature increases during scanning, indi-
cating that physiological and environmental factors dominated the measured temperature
increases. Temperature increases with the cap on were more pronounced outside of the MR
scanner than inside the scanner during scanning (Table 3). As temperature changes, may be
influenced by several factors, including MR-scanning, physiological and environmental
changes (e.g. bore temperature) these factors were taken into account when analyzing the tem-
perature changes. This was primarily done by analyzing temperature changes in the minutes
before scanning was started.
Subjective temperature sensations and comfort of wearing the EEG cap were additionally
assessed by asking subjects repeatedly to report on any heating sensations during the scanning.
None of the subjects reported an electrode related heating sensation. The application of the
EEG caps was well tolerated and the comfort of wearing the cap inside the MR scanner was
comparable for both scanners. The subjects reported a similar degree of discomfort when the
RF coil was closed, which was primarily a slightly claustrophobic sensation. All subjects
reported some pressure from the electrodes after a scanning session lasting more than 30
minutes.
Fig 2. Temperature measurement during a 30-minute EPI sequence with EEG cap on, in the Siemens
Prisma scanner.
https://doi.org/10.1371/journal.pone.0178409.g002
EEG-fMRI safety and quality
PLOS ONE | https://doi.org/10.1371/journal.pone.0178409 May 26, 2017 10 / 19
Signal-to-noise measurement
In the resting state fMRI scans using the 256 channel EEG system on the Siemens Prisma scan-
ner, the SNR values averaged across all scans showed a trend level decrease (p< 0.063) when
subjects were wearing the EEG cap (159+/-16) compared to when not wearing the EEG cap
(171+/-19). Using the 64 channel EEG system on the Phillips Achieva scanner no such differ-
ence was found (p> 0.90). The cortical SNR when the subjects were not wearing the EEG cap
(140+/-37) was very similar to when they were wearing the cap (138+/-38).
EEG data quality
In the Philips Achieva scanner using the 64 channel EEG array, data quality was strongly
related to electrode impedance. An impedance level below 20 kO was required for optimum
data quality. The posterior alpha rhythm in the resting state data was clearly detectable, and
located in the occipital area (Fig 7). The presence of bilateral, symmetric rhythmic activity in
the range of 8–12 Hz (Shaun et al., 2013), in the posterior (occipito-parietal) region in all
patients demonstrated that the normal ongoing EEG (background) activity was not distorted
by the data processing [25].The 64 channel EEG data quality inside the scanner during scan-
ning was significantly affected by the presence of residual BCG artifacts and a loss of nuances/
information in the EEG compared with data acquired outside the scanner.
Descriptive data for the EEG quality and motion regarding high-speed and conventional
MR sequences is shown in Table 5. Visual analysis of EEG quality by a trained expert could
not demonstrate a significant difference in data quality between conventional EPI and high-
Fig 3. Temperature measurement during a 30-minute MBEPI sequence with EEG cap on, in the
Siemens Prisma scanner (forehead temperature channel disconnected at the dip).
https://doi.org/10.1371/journal.pone.0178409.g003
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speed fMRI sequences (MS-EVI and MB-EPI) (p = 0.78). There was no evidence that EEG sig-
nal quality was affected by absolute (p = 0.49) or relative motion (p = 0.36).
Discussion
The present study demonstrates that concurrent EEG and fMRI can be performed safely across
the wide range of fMRI acquisition methods and the body coils used in this study. Although
temperature rises of up to 1˚ C underneath some of the electrodes were measured in a 30-min-
ute scan period, they were on average of such small magnitude that RF induced heating was
not a limiting factor for the experimental settings in this study. Temperature drifts of a similar
and even larger magnitude were frequently noted even without scanning. In the Prisma scan-
ner a significant increase in SAR was observed when the subjects wear the EEG cap. The tight
fit of the EEG cap inside the 64-channel head coil of the Prisma scanner in some of the subjects
was a concern, since it could introduce the possibility of an incomplete mechanical closure of
the coil, leading to possible coil malfunction and mistuning with the potential for increases in
local SAR independent of the presence of the EEG electrodes. It may also restrict circulation,
which could cause the sensation of heating. These may have contributed to the localized heat-
ing reported by one subject in the Prisma scanner during preliminary setup of the protocol.
The maximum SAR values in the present studies, even for scans exploring the safety margins,
were well below those reported in previous studies using Fast Spin Echo and Turbo Spin
Echo pulse sequences that can reach up to 100% of the FDA approved SAR limits [26] [24].
Although gradient coil heating due to gradient switching limited data acquisition rates and
maximum scan times, the present study allows to estimate safe limits for longer scan times as
Fig 4. Temperature measurement during a 30-minute EPI sequence with EEG cap on, in the Phillips
Achieva scanner.
https://doi.org/10.1371/journal.pone.0178409.g004
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temperature increases are usually strongest at the beginning of the scan. Despite these still
encouraging results one should not forget that placing electrodes and wires into high field
scanners during high-speed fMRI requires constant attention for the safety and comfort of the
subjects. There is potential for local temperatures to increase rapidly, if basic safety require-
ments such as adequate air circulation, proper closure of the coil, and avoidance of wire loops
are not met.
The EEG data quality using the 64 channel EEG system during MR scanning was consider-
ably degraded compared to EEG data measured outside of the scanner. However, EEG data
quality was not significantly different between the conventional and the fast sequences. The
quality of the EEG data was visually evaluated by a trained expert. This could be relevant, since
epileptiform discharges are also identified this way (visual evaluation by trained experts).
However, this visual approach is subjective, and thus represents a potential bias, although the
EEG expert was blinded to the type of MR sequence when evaluating EEG quality. We con-
sider this a limitation of the study.
Due to initial timing errors in the EPI and MB-EPI pulse sequences and in the EGI soft-
ware, which resulted in failure of gradient artefact removal, we have not been able to assess the
data quality of the high-density 256 channel EEG array implemented in the Siemens Prisma
scanner. This comparison will be performed in a future study. There is now compelling evi-
dence that detection and identification of spikes is significantly improved using electric source
imaging with high-density electrode arrays (HD-EEG), with extended coverage including the
face and neck areas [27] [28]. More than 90% of the spikes identified by HD-EEG were missed
by the classical 10–20 electrode array [29]. Voltage maps derived from HD-EEG recording
Fig 5. Temperature measurement during a 30-minute MBEPI sequence with EEG cap on, in the
Phillips Achieva scanner.
https://doi.org/10.1371/journal.pone.0178409.g005
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outside the MR scanner can serve as templates for algorithms searching for spikes in the EEGs
recorded inside the MR-scanner [30]. A recent study described sensitivity advantages of con-
current HD-EEG-fMRI for mapping the epileptic networks [31]. However, other studies
showed considerable decreases in the signal to noise ratio in fMRI due to susceptibility inho-
mogeneity, although no significant changes in task-based activation and resting state connec-
tivity were detected [9] [10] [32]. This is consistent with our observation of trend level,
Fig 6. Temperature measurement during a 30-minute EVI sequence with EEG cap on, in the Phillips
Achieva scanner.
https://doi.org/10.1371/journal.pone.0178409.g006
Table 4. Summary of SAR values.
SAR [%]
Scanner EEG System Sequence / EEG cap Mean SD Max
Philips Achieva Brain Products 64 channel EPI_with_cap 24 1 25
EPI_without_cap 25
MB-EPI_with_cap 18 2 21
MB-EPI_without_cap 17
MS-EVI_with_cap 13 3 17
MS-EVI_without_cap 14
Siemens Prisma EGI 256 channel EPI_with_cap 19 3 23
EPI_without_cap 8 0 8
MB-EPI_with_cap 16 3 18
MB-EPI_without_cap 7 1 8
https://doi.org/10.1371/journal.pone.0178409.t004
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decreases in cortical SNR due to the presence of the 256 channel EEG cap, in contrast to the 64
channel cap, which showed no significant difference in SNR.
Another possible source of artifacts is RF noise that may be transmitted through the EEG
leads. Further, EEG leads and electrodes may distort the transmit RF field (B1+) and the
receive RF field (B1-) profiles, which causes regional flip angle variations and spatial variations
in sensitivity, resulting in regional variation of fMRI signal intensity and degradation of the
Fig 7. Posterior dominant (alpha) rhythm in an EEG recorded in the MR scanner, during a high-speed sequence. Left: Power Spectrum at
EEG electrodes demonstrates a clear peak at 9.44 Hz, at the occipital electrodes. Right: power-map of alpha activity showing its 3D distribution.
https://doi.org/10.1371/journal.pone.0178409.g007
Table 5. EEG quality using conventional versus high-speed MR sequences and dependence on head motion.
Conventional
(EPI and MEPI)
High-speed
(MS-EVI and MB-EPI)
Total
Number of scans 30 20 50
EEG quality (number (%) of poor ratings) 18 (60%) 11 (55%) 29 (58%)
Motion relative (mm) 0.1 (0.1) 0.2 (0.1) †
Motion absolute (mm) 1.4 (1.1) 0.9 (0.6) †
Relative and absolute motion are reported using mean and standard deviation.
EPI = Echo planar imaging. MEPI = Multi-echo planar imaging. MS-EVI = Multi-slab echo volumar imaging. MB-EPI = Multi-band echo planar imaging.
†Data from 4 scans missing.
https://doi.org/10.1371/journal.pone.0178409.t005
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SNR [10]. However, fMRI at the typical voxel sizes used in clinical studies is dominated by
physiological noise and as stated above, most previous studies have reported that the sensitivity
of task-based and resting state fMRI is not significantly affected by the presence of the EEG
cap [32] [10] [9].
Concurrent EEG-fMRI is a tool that is of considerable interest for many aspect of neurosci-
ence, e.g., evoked potentials, sleep and epilepsy. Although the electrodes put some pressure on
the skin, and especially for the electrodes the subjects were lying on, the use of the EEG cap in
our study was well tolerated and did not limit the duration of the studies. Among the potential
clinical use of concurrent EEG-fMRI should be mentioned selected patients with pharmacore-
sistant epilepsy where it is well documented that seizure freedom can be obtained after surgical
removal of the epileptogenic tissue [1]. However, localizing the epileptogenic zone is often
complex and challenging as both epileptic discharge and symptoms may spread during the
attack. Therefore, pre-surgical evaluation of structure and function to localize the epilepto-
genic zone and adjacent eloquent cortex in these patients becomes a major goal for rendering
as many patients as possible seizure free without neurological deficits. The approach is multi-
modal and in some patients invasive EEG is necessary with electrodes placed on the brain sur-
face or inside the brain. In this context, concurrent acquisition of fMRI and EEG has emerged
as a new potential tool for localizing the epileptogenic zone.
Conclusions
This study demonstrates that high-density EEG can be safely implemented in conjunction
with high-speed fMRI. Despite these encouraging results one should not forget that placing
electrodes and wires into high field scanners that are equipped with high-power RF amplifiers
requires constant attention for the safety and comfort of the subjects. We recommend per-
forming temperature measurements with any new pulse sequence. High-speed fMRI does not
adversely affect EEG data quality as visually evaluated by a trained expert. However, the deteri-
oration of the EEG quality due to residual ballistocardiographic artifacts remains a significant
constraint for routine clinical applications of concurrent EEG-fMRI.
Supporting information
S1 Fig. EEG cap with the respective temperature probes. Electrode display in the 256-chan-
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temperature probe was placed on the left or the right side.
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S3 Data. From which Fig 4 was constructed.
(CSV)
S4 Data. From which Fig 5 was constructed.
(CSV)
S5 Data. From which Fig 6 was constructed.
(CSV)
EEG-fMRI safety and quality
PLOS ONE | https://doi.org/10.1371/journal.pone.0178409 May 26, 2017 16 / 19
Acknowledgments
We gratefully acknowledge the many colleagues who supported these studies, including Elena
Ackley, Natalie Adolphie, Vincent Calhoun, Bruce Fisch, Poul Henrik Mejer Frandsen, Rene
Huster, Raimo PJ Joensuu, Egill Rostrup, Kathy Smith, Diana South, Ben Wasserott, Abhishek
Yeruva, Matthew Shane and Tongsheng Zhang, Arvind Caprihan, Karen Mullinger, Pierre
LeVan and Lei Wu. We thank our industrial partners for support, in particular Robert Stoer-
mer from Brain Products, Mark Moran from EGI, Tom Perkins from Philips Medical Systems,
Martin Buehrer from GyroTools, and Henrick Jessen from Siemens Medical Solutions. We are
indebted to our healthy controls and patients who participated in long and arduous scans.
Author Contributions
Conceptualization: MTF UL HBWL LHP MF CS CT OBP SB SP.
Data curation: N/A.
Formal analysis: MTF UL KV TWK MF SB BO SP.
Funding acquisition: OBP.
Investigation: MTF UL KV HBWL TWK MF CS CT OBP SB SP.
Methodology: MTF UL HBWL CS CT OBP SB SP.
Project administration: OBP.
Resources: MTF UL LHP TWK MF CS CT OBP SB.
Software: MTF UL SB SP.
Supervision: HBWL LHP MF CS BO CT OBP SB SP.
Validation: MTF UL KV HBWL TWK CS SB SP MF.
Visualization: MTF CS SB.
Writing – original draft: MTF OBP SP.
Writing – review & editing: MTF UL KV HBWL LHP TWK MF CS BO CT OBP SB SP.
References
1. Wiebe S, Blume WT, Girvin JP, Eliasziw M, Effectiveness and Efficiency of Surgery for Temporal Lobe
Epilepsy Study Group. A randomized, controlled trial of surgery for temporal-lobe epilepsy. N Engl J
Med. 2001; 345: 311–318. https://doi.org/10.1056/NEJM200108023450501 PMID: 11484687
2. Jayakar P, Dunoyer C, Dean P, Ragheb J, Resnick T, Morrison G, et al. Epilepsy surgery in patients
with normal or nonfocal MRI scans: integrative strategies offer long-term seizure relief. Epilepsia. 2008;
49: 758–764. https://doi.org/10.1111/j.1528-1167.2007.01428.x PMID: 18266748
3. Schuele SU, Lu¨ders HO. Intractable epilepsy: management and therapeutic alternatives. Lancet Neu-
rol. 2008; 7: 514–524. https://doi.org/10.1016/S1474-4422(08)70108-X PMID: 18485315
4. Bagshaw AP, Hawco C, Be´nar C-G, Kobayashi E, Aghakhani Y, Dubeau F, et al. Analysis of the EEG-
fMRI response to prolonged bursts of interictal epileptiform activity. NeuroImage. 2005; 24: 1099–1112.
https://doi.org/10.1016/j.neuroimage.2004.10.010 PMID: 15670687
5. Pittau F, Fahoum F, Zelmann R, Dubeau F, Gotman J. Negative BOLD response to interictal epileptic
discharges in focal epilepsy. Brain Topogr. 2013; 26:627–640. https://doi.org/10.1007/s10548-013-
0302-1 PMID: 23793553
6. Grouiller F, Vercueil L, Krainik A, Segebarth C, Kahane P, David O. A comparative study of different
artefact removal algorithms for EEG signals acquired during functional MRI. NeuroImage. 2007; 38:
124–137. https://doi.org/10.1016/j.neuroimage.2007.07.025 PMID: 17766149
EEG-fMRI safety and quality
PLOS ONE | https://doi.org/10.1371/journal.pone.0178409 May 26, 2017 17 / 19
7. LeVan P, Maclaren J, Herbst M, Sostheim R, Zaitsev M, Hennig J. Ballistocardiographic artifact removal
from simultaneous EEG-fMRI using an optical motion-tracking system. NeuroImage. 2013; 75: 1–11.
https://doi.org/10.1016/j.neuroimage.2013.02.039 PMID: 23466939
8. Carmichael DW, Thornton JS, Rodionov R, Thornton R, McEvoy AW, Ordidge RJ, et al. Feasibility of
simultaneous intracranial EEG-fMRI in humans: a safety study. NeuroImage. 2010; 49: 379–390.
https://doi.org/10.1016/j.neuroimage.2009.07.062 PMID: 19651221
9. Klein C, Ha¨nggi J, Luechinger R, Ja¨ncke L. MRI with and without a high-density EEG cap—what makes
the difference? NeuroImage. 2015; 106: 189–197. https://doi.org/10.1016/j.neuroimage.2014.11.053
PMID: 25482268
10. Luo Q, Glover GH. Influence of dense-array EEG cap on fMRI signal. Magn Reson Med. 2012; 68:
807–815. https://doi.org/10.1002/mrm.23299 PMID: 22161695
11. Mullinger K., Bowtell R. Influence of EEG equipment on MRI image quality, In: Ullsperger M, Debener
S, editors. Simultaneous EEG and fMRI- Recording, Analysis, and Application. New York: Oxford Univ
Press; 2010. p. 95–107.
12. Feinberg DA, Moeller S, Smith SM, Auerbach E, Ramanna S, Gunther M, et al. Multiplexed echo planar
imaging for sub-second whole brain FMRI and fast diffusion imaging. PloS One. 2010; 5:e15710.
https://doi.org/10.1371/journal.pone.0015710 PMID: 21187930
13. Posse S, Ackley E, Mutihac R, Rick J, Shane M, Murray-Krezan C, et al. Enhancement of temporal res-
olution and BOLD sensitivity in real-time fMRI using multi-slab echo-volumar imaging. NeuroImage.
2012; 61: 115–130. https://doi.org/10.1016/j.neuroimage.2012.02.059 PMID: 22398395
14. Smith SM, Miller KL, Moeller S, Xu J, Auerbach EJ, Woolrich MW, et al. Temporally-independent func-
tional modes of spontaneous brain activity. Proc Natl Acad Sci U S A. 2012; 109: 3131–3136. https://
doi.org/10.1073/pnas.1121329109 PMID: 22323591
15. Jacobs J, Stich J, Zahneisen B, Assla¨nder J, Ramantani G, Schulze-Bonhage A, et al. Fast fMRI pro-
vides high statistical power in the analysis of epileptic networks. NeuroImage. 2014; 88: 282–294.
https://doi.org/10.1016/j.neuroimage.2013.10.018 PMID: 24140936
16. Posse S, Ackley E, Mutihac R, Zhang T, Hummatov R, Akhtari M, et al. High-speed real-time resting-
state FMRI using multi-slab echo-volumar imaging. Front Hum Neurosci. 2013; 7:479. https://doi.org/
10.3389/fnhum.2013.00479 PMID: 23986677
17. Jorge J, Grouiller F, Ipek O¨ , Stoermer R, Michel CM, Figueiredo P, et al. Simultaneous EEG-fMRI at
ultra-high field: artifact prevention and safety assessment. NeuroImage. 2015; 105: 132–144. https://
doi.org/10.1016/j.neuroimage.2014.10.055 PMID: 25449743
18. Moeller S, Yacoub E, Olman CA, Auerbach E, Strupp J, Harel N, et al. Multiband multislice GE-EPI at 7
tesla, with 16-fold acceleration using partial parallel imaging with application to high spatial and temporal
whole-brain fMRI. Magn Reson Med. 2010; 63: 1144–1153. https://doi.org/10.1002/mrm.22361 PMID:
20432285
19. Allen PJ, Josephs O, Turner R. A method for removing imaging artifact from continuous EEG recorded
during functional MRI. NeuroImage. 2000; 12: 230–239. https://doi.org/10.1006/nimg.2000.0599 PMID:
10913328
20. Michael Sherg. Brain Electrical Source Analysis Research 6.0 [Internet]. Graefelfing, Germany: BESA
GmbH; 2014; www.besa.de.
21. Scherg M, Ille N, Bornfleth H, Berg P. Advanced tools for digital EEG review: virtual source montages,
whole-head mapping, correlation, and phase analysis. J Clin Neurophysiol Off Publ Am Electroence-
phalogr Soc. 2002; 19: 91–112.
22. Grimes DA, Schulz KF. Making sense of odds and odds ratios. Obstet Gynecol. 2008; 111:423–426.
https://doi.org/10.1097/01.AOG.0000297304.32187.5d PMID: 18238982
23. R Core Team. R: A language and environment for statistical computing [Internet]. Vienna, Austria: R
Foundation for Statistical Computing; 2015; version 3.2.3. Available: http://www.R-project.org/
24. No¨th U, Laufs H, Stoermer R, Deichmann R. Simultaneous electroencephalography-functional MRI at 3
T: an analysis of safety risks imposed by performing anatomical reference scans with the EEG equip-
ment in place. J Magn Reson Imaging JMRI. 2012; 35: 561–571. https://doi.org/10.1002/jmri.22843
PMID: 22002900
25. Lodder SS, van Putten MJAM. Quantification of the adult EEG background pattern. Clin Neurophysiol
Off J Int Fed Clin Neurophysiol. 2013; 124: 228–237.
26. Lazeyras F, Zimine I, Blanke O, Perrig SH, Seeck M. Functional MRI with simultaneous EEG recording:
feasibility and application to motor and visual activation. J Magn Reson Imaging JMRI. 2001; 13:943–
948. PMID: 11382957
EEG-fMRI safety and quality
PLOS ONE | https://doi.org/10.1371/journal.pone.0178409 May 26, 2017 18 / 19
27. Brodbeck V, Spinelli L, Lascano AM, Wissmeier M, Vargas M- I, Vulliemoz S, et al. Electroencephalo-
graphic source imaging: a prospective study of 152 operated epileptic patients. Brain J Neurol. 2011;
134: 2887–2897.
28. Song J, Davey C, Poulsen C, Luu P, Turovets S, Anderson E, et al. EEG source localization: Sensor
density and head surface coverage. J Neurosci Methods. 2015; 256: 9–21. https://doi.org/10.1016/j.
jneumeth.2015.08.015 PMID: 26300183
29. Yamazaki M, Terrill M, Fujimoto A, Yamamoto T, Tucker DM. Integrating dense array EEG in the pre-
surgical evaluation of temporal lobe epilepsy. ISRN Neurol. 2012; 2012:924081. https://doi.org/10.
5402/2012/924081 PMID: 23209939
30. Grouiller F, Thornton RC, Groening K, Spinelli L, Duncan JS, Schaller K, et al. With or without spikes:
localization of focal epileptic activity by simultaneous electroencephalography and functional magnetic
resonance imaging. Brain J Neurol. 2011; 134: 2867–2886.
31. Pittau F, Me´gevand P, Sheybani L, Abela E, Grouiller F, Spinelli L, et al. Mapping epileptic activity:
sources or networks for the clinicians? Front Neurol. 2014; 5:218. https://doi.org/10.3389/fneur.2014.
00218 PMID: 25414692
32. Carmichael DW, Vulliemoz S, Rodionov R, Thornton JS, McEvoy AW, Lemieux L. Simultaneous intra-
cranial EEG-fMRI in humans: protocol considerations and data quality. NeuroImage. 2012; 63: 301–
309. https://doi.org/10.1016/j.neuroimage.2012.05.056 PMID: 22652020
EEG-fMRI safety and quality
PLOS ONE | https://doi.org/10.1371/journal.pone.0178409 May 26, 2017 19 / 19
